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 입찰공고 SPEC 

 

입찰번호 

Bidding NO. 

입찰건명 

Description 

단위 

Unit 

수량 

Q’TY 

2022-033 
내시경용 광원장치 구매 – 부산 

(SpyGlass DS Digital Controller) 
SET 1 

 

A. Specification  

1. Product Specifications 

- Product size: Height (A) (15.24cm, 6 inches), Width (B) (38.1cm, 15 inches),  

Depth (40.64cm, 16 inches) 

 - Product weight: 18.144kg 

 - Electrical rating: 100 – 240V, 50/60Hz 

 - Rated current: 1A – 0.5A 

 - Fuse class: 250V, 2A, F type (F2AH250V) 

2. Components 

 - VGA Cable 

 

 - DVI Cable 

 

 - Power Cord: Length 3.1m 

3. Performance 

- Video Latency: Maximum time between when the external LED lights up and when an 

image is displayed on the monitor = 155ms 

- Illumination Intensity: When the output of the controller LED is 17 lumens, the light 

intensity emitted from each fiber at the distal tip of the catheter 

should be at least 7.0 lumens 

- Automatic Light Control Response Time: 110ms or more & 700ms or less 



- Initial Image Display: The time the image from the camera is displayed on the monitor 

must be within 40 seconds after the controller connected to the 

SpyGlass Digital catheter is turned on. 

- Live Image Size: 7.36”ⅹ7.36” or larger & 11.875”ⅹ11.875” or smaller 

 

B. Consist of 

1. Main Unit 1 Set 

2. Accessories 1 Set 

3. Operation & Service Manual 1 Set 

 

Remarks 

1. 무상하자보증기간은 정상가동확인완료일로부터 3년(종료월 말일)까지를 기본으로 한다.  

  (모든 부품 포함 조건) 

2. 해당병원 Interface 연결에 필요한 EMR, PACS 연동 시 모든 비용은 업체에서 부담한다. 

3. 기술 및 사용부서에서 서비스 요청 시 4시간 이내 정상가동이 가능하도록 지원하며, 

   불가능할 경우 대체장비를 지원하는 등 정상운용이 가능하도록 지원한다. 

4. 조립설치 후 Packing Box 및 발생 잔여물은 납품회사 책임 하에 회수 조치한다. 

5. 제조일자는 3개월 이내인 제품을 납품하는 것을 원칙으로 한다. 

6. 무상하자보증기간 내, 공급된 장비의 부속품이 단종되거나, 수리 불가한 치명적인 결함이 

 2회 이상 반복되면 동급 이상의 신품 장비로 1개월 이내 즉시 교체해야 한다. 

7. 무상하자보증기간 내, 본원 사정으로 불가피하게 장비 이동이 필요 할 경우, 이전 및 

설치는 무상으로 지원한다. 

8. 장비 설치 및 가동에 필요한 시설관련 사항 

 1) 장비계약업체는 시설공사 필요 시 계약 전에 장비 설치 및 가동에 필요한 시설에 관한 

  시방서(공사범위 및 시공주체 등을 상세히 기술함)를 병원 시설부/의공실과 협의 후 

작성하여 제출해야 하며 설치 전 그 사항을 반드시 확인하여 설치에 이상 없도록 한다. 

 2) 장비 반입에 따른 병원의 모든 시설물에 대한 상태 변경 발생 시 장비계약업체는 병원 

    시설물을 원상태로 책임 시공하여 복원해야 한다. 


